A simple arrangement is described for filling, emptying, and rinsing an absorption cell without removingit from the spectrophotometeror opening the cell compartment. Specificationsrequired for the cell, tubing, stopper, and valve are presented. Although the installation is described for a Beckman DB spectrophotometer, the device can be usedwith other instruments.
Procedure
The system operates as follows: With the valve in Position 1 (Fig.  2) and the sample tube immersed illthe sample, the cell fills; the other short tube in the cell acts as an overflow and provides automatic level- 
